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STORE NAME:				______	DODAAC:_________________
(Store name and DODAAC number to be completed when submitted to DOLM)

STORE REQUIREMENT:  _____ each

UNIT OF PACK (UPK):  1 (one) each

1 Purpose of Equipment:  To provide an accurate calibration and testing of commercial scales.

2 Generalized Operating Specifications:
2.1 Dimensions: 
2.1.1 14.375 inches long/wide, 9.375 inches deep, 7.625 inches high.  Dimensional sizes, such as length, width, and height are not critical to this equipment.

2.2 Construction:
2.2.1 Commercial off the shelf (COTS) standard unit, no unique DeCA requirements.

2.3 Operating Characteristics that shall be provided:
2.3.1 Expected life span of this equipment is required to be 10 years or more with basic maintenance.
2.3.2 Calibration weight test kit with case.
2.3.3 Stainless steel weights.
2.3.4 Kit to include one each of the following weights: 10 lb., 5 lb., 1 lb., 8 oz., 4 oz., 2 oz., 1 oz., ½ oz., ¼ oz., 1/8 oz., and 1/16 oz.
2.3.5 Kit to include two each of the following weights: 2 lb. and 1/32 oz. 
2.3.6 Total 31 lb. kit.

2.4 Networking / Communications that shall be provided:  N / A 

3 Operating Options:  N / A 

4 Electrical Requirements:  N / A 

5 Color Requirements:  N / A 

6 Maintenance Requirements:  N / A


7 Industry Standards and Requirements:   
7.1 Industry Standards:  Meets NIST H-105-1 handbook and F tolerance specifications.

7.2 Contractor Requirements:
7.2.1 Must be shipped ready to use.
7.2.2 No additional work shall be required on the part of the government.

Special / Specific Equipment Safety Requirements:  N / A

8 Information To Be Provided By The Contractor To The Commissary At Time of Delivery:
8.1 Commercial Warranty and Point of Contact for Warranty Service.
8.2 Installation and Operating Instructions.
8.3 Parts List.

Federal Supply Class:  6670

9 Special Considerations For Installation/De-installation Of Equipment: (NOTICE/WARNING)
9.1 Contractor:  N / A

9.2 Store:  N / A

10 Basis of Allocation:  As required for meat and deli departments. 

11 Recommended Source(s) or equal: 
11.1 Rice Lake Weighing Systems, Part # 12642, Weight Sets, 10 lb. – 1/32 oz.

12 Store Request for Specific Model to Match Existing Equipment:  N / A

13 Store Maintenance Requirements:  The purpose of maintenance planning is to sustain equipment operations post purchase, to identify maintenance requirements, to reduce maintenance costs, and to extend the life cycle of the equipment. 

13.1 Within Warranty Period:
13.1.1 Consult manufacturer’s warranty documentation and contact instructions.

13.2 After Warranty Period:
13.2.1 Self-repair or replace the unit as required.
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